Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01957 Calib. Date: 10/20/2014 Calib. No.: 00030
Certificaticn File No.: 01958 Cert. Date:  10/20/2014 Cert. No.: 00021
Linearity File No.: 01959 Lin. Date:  10/20/2014 Lin. No.: 00020
Solution File No.: 01999 Soln. Date: 12/19/2014 Soln. No.: 00217
Sequential File No.: 01999 File Date:  12/19/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUL §3-0163
Control Solution %:  0.100% Expires:  04/29/2016
Solution Control Lot:  14D129 Bottle No.: 1186
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulater (°C) or Error(s)
Ambient Air Blank 0.000% 11:188
Contrel 1 EC 0.100% 11:198 34.0°C *#% TEST PASSED **%
Control 1 IR 0.101% 11:198 34.0°C *+% TEST PASSED ***
Ambient Air Blank 0.000% 11:208
Comrol 2 EC 0.099% 11:208 34.0°C **+x TEST PASSED %%
Control 2 IR 0.100% 11:208 34.0°C *+k TEST PASSED #**
Ambient Air Blank 0.000% 11:218
Control 3 EC 0.099% 11:228 34.0°C 4% TEST PASSED #**
Control 3 IR 0.100% 11:228 34.0°C *+*% TEST PASSED #**
Ambient Air Blank 0.000% 11:235

All tests within acceptable tolerance.

On this date, 1 installed the above indicaled "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MORELLO First Name: RONALD MI: M

Signaturé‘//%///ffﬂ’ﬂm_i_w Badge No.: 3200
#

et Date: 12/19/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01957 Calib. Date: 10/20/2014 Calib. No.: 00030
Certification File No.: 01958 Cert. Date: 10/20/2014 Cert. No.: 00021
Linearity File No.: 01959 Lin. Date:  10/20/2014 Lin. No.: 00020
Solution File No.: 01998 Soln. Date: 12/19/2014 Soln. No.: 00216
Sequential File No.: 01998 File Date:  12/19/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUL S3-0163
Control Solution %:  0.100% Expires:  04/29/2016
Solution Control Lot  14D129 Boitle No.: 1181
Function Result Time Temperature Comment(s)

BBAC HH: MM Simulator (°C) or Error(s)
Ambient Ajr Blank 0.000% 09:278
Control 1 EC - - 09:275 21.1°C SIMULATOR TEMP. ERROR
Conirol 1 IR - 09:275 21.1°C SIMULATOR TEMP. ERROR
Ambient Air Blank - - -
Control 2 EC - - —-i-e- N/A
Control 2 IR - % ——ieee N/A
Ambient Air Blank - ——ie--
Control 3 EC - % e N/A
Control 3 [R - =% ——me- N/A
Ambient Air Blank - % ———--

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: -
Last Name: MORELLO _—"" First Name: RONALD MI: M

Y =2 g Badge No.: 3200
Signature: Q/ ‘é}L Date: 12/19/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01957 Calib. Date: 10/20/2014 Calib. No.: 00030
Certification File No.: 01958 Cert. Date:  10/20/2014 Cert. No.: 00021
Linearity File No.: 01959 Lin. Date:  10/20/2014 Lin. No.: 00020
Solution File No.: 01985 Soln. Date: 12/05/2014 Soln. No.: 00215
Sequential File No.: 01985 File Date:  12/05/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUL S3-0163
Control Solution %:  0.100% Expires: 04/29/2016
Solution Controt Lot:  14D129 Bottle No.: 1179
Function Result Time Temperature Comment(s)
FBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:028
Control 1 EC 0.100% 10:038 34.0°C 0k TEST PASSED ***
Control 1 1R 0.100% 10:038 34.0°C ¥k TEST PASSED *#%*
Ambient Air Blank 0.000% 10:035
Control 2 EC 0.099% 10:045 34.0°C #x*k TEST PASSED %
Control 2 IR 0.099% 10:048 34.0°C ok TEST PASSED ##%
Ambient Air Blank 0.000% 10:058
Control 3 EC 0.100% 10:058 34.0°C #%*% TEST PASSED %%
Control 3 1R 0.099% 10:058 34.0°C % TEST PASSED *%%*
Ambient Air Blank 0.000% 10:068

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MORELLO First Name: RONALD MI: M

-/(7 o Badge No.: 3200
Signature: V Z ?’3% Date: 12/05/2014




Calibrating Unit
New Standard Seolution Report

E(luipmﬁﬂ{ Mleotest 7110 METI-C Sertal Moo ARMNE-UU39
Laocation: STRATFORD POLICE DEPT
Calibranon File Mo 01957 Calih: Dae: 107202014 Calib, Moo D0630
Certificanan File No.: 01958 Cer, Date:  10/20/2014 Cerl, Moo 00021
Linearity File No_; s Lin, Dare:  10/20/2014 Lin: Mo, 00020
Solulion File No,; 01971 Soln, Date:  11/13/2014 anln. Moo 00214
Sequential Tile Moo 01971 File Dawe: | [/13/2014
Calibrating Unit: WET Mndel No.: CU-34 Serial No.» DDUL S3-0163
Comirol Salution %6 0, 1005% Expires: 04292014
Solution Contrel Lot 1400129 Bollle MNa s 1180
Funecrian Resuli Time Temperature Comment(s)
HRAC IH:MM  Simulator (5C) ar Lrroris)
Ambiene Air Blank (1000 % 13:215
Contrel 1 EC 0.101% 13:225 34.0°C ¥4k TEST PASSED #***
Coanteal 1 1R 01006 13:225 34.0°C 4 TEST PASSED =&
Ambicny Ate Blank 0, 000% 12:228
Contral 2 EC [.(98% 13:235 407 %k TEGT PASSETY #+%
Caonlrol 2 1R 0.I01% 13:235 34.0%C #*FF THET PASSEL #%%
Amhbient Ajr Blank 0.000% 13;248
Control 3 EC 0, e 13:245 izeeC #=EE TEST PASSET) #4%
Control 3 1R [0, oG 13:245 33.0%C =% IEST PASSEL #ww
Ambient Adr Blank 0009 [3:255%

All tests within acoeptable tolerance.

O this date, T installed the above indicared "WEW S30LUTION" in acordance with
Alcotest 71 10 operator training and procedures established by the {NJSP) Chief Forensic Scientist,

Changed By:
Last Namer MORELLO — First Name: ROMALD W1 M

g — 2 Badge No.: 3200
SEg_namn%/i ' ' Date: 111372014

Lo




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Centification File No.: 01836 Cert. Date:  05/09/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Solulion File No.: 01949 Soln. Date: 10/11/2014 Soln, No.: 00212
Sequential File No.: 01949 File Date:  10/11/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S§3-0133
Control Solution %:  0.100% Expires: 12/26/2014
Solution Control Lot: 121109 Bottle No.: 0412
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Ajr Blank 0.000% 14:13D
Control 1 EC 0.098% 14:14D 33.9°C *kk TEST PASSED ***
Control 1 IR 0.097% 14:14D 33.9°C *kx TEST PASSED ***
Ambient Air Blank 0.000% 14:14D
Control 2 EC 0.097% 14:15D 34.0°C *x% TEST PASSED **¥*
Control 2 1R 0.099% 14:15D 34.0°C *kx TEST PASSED **¥*
Ambient Air Blank 0.000% 14:16D
Control 3 EC 0.097% 14:16D 33.9°C *+% TEST PASSED *¥%
Conrrol 3 IR 0.099% 14:16D 33.9°C *¥% TEST PASSED #**
Ambient Air Blank 0.000% 14:17D

All tests within acceprable tolerance.

On this date. 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MORELLO First Name: RONALD MI: M

M@ Badge No.: 3200
Signature ' Date: 10/11/2014
7/




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Certification File No.: 01836 Cert. Date: 05/09/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Solution File No.: 01948 Soln. Date: 10/11/2014 Soln. No.; 00211
Sequential File No.: 01948 File Date:  10/11/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S§3-0133
Control Solution %:  0.100% Expires:  12/26/2014
Solution Control Lot:  12L109 Bottle No.: 0403
Function Result Time Temperature Comment{s)

F%GBAC HH: MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:23D
Conirol 1 EC 0.098% 12:23D 34.0°C AMBIENT AIR CHECK ERR
Control | TR ----% 12:23D 34.0°C AMBIENT A[R CHECK ERR
Ambient Ajr Blank - % 12:24D
Control 2 EC ----% N/A
Control 2 IR ----% ——iee- N/A
Ambient Air Blank S
Contrel 3 EC %% N/A
Control 3[R -.-% N/A
Ambient Ajr Blank -P

Test resulis are not within acceptable range.

On 1his date. 1 installed the above indicaled "NEW SOLUTION" in acordance with
Alcotest 7110 operator wraining and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Lasi Name: RELLO e -~ First Name: RONALD Ml: M
S Badge No.: 3200

Signature: Date: 10/11/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Certification File No.: 01836 Cert. Date:  05/09/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Solution File No.: 01942 Soln. Date: 10/01/2014 Soln. No.: 00210
Sequential File No.: 01942 File Date:  10/01/2014
Calibrating Unir: WET Model No.: CU-34 Serial No.: DDUK $3-0133
Control Solution %:  0.100% Expires:  12/26/2014
Solution Control Lot:  12L.109 Bottle No.: 0424
Function Result Time Temperature Comment(s)
P%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:19D
Control 1 EC 0.098% 10:20D 34.0°C *x% TEST PASSED #%x
Control 1 1R 0.098% 10:20D 34.0°C *kk TEST PASSED %%
Ambient Air Blank 0.000% 10:21D
Control 2 EC 0.097% 10:21D 34.0°C *%% TEST PASSED #**
Control 2 IR ‘ 0.099% 10:21D 34.0°C **¥*% TEST PASSED ***
Ambient Air Blank 0.000% 10:22D
Control 3 EC 0.098% 10:23D 34.0°C **¥% TEST PASSED ***
Control 3 IR 0.095% 10:23D 34.0°C *¥*% TEST PASSED **%*
Ambient Air Blank 0.000% 10:24D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: -
Last Name: MORELLO _—" First Name: RONALD MIL: M

W _63)_6_‘) Badge No.: 3200
Signature: Date: 10/01/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0039

Location: STRATFORD POLICE DEPT.

Calibration File No.: 01835 Calib. Date: 05/09/2014  Calib. No.: 00029

Certification File No.: 01836 Cert. Date: 05/09/2014 Cert. No.: 00020

Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019

Solution File No.: 01941 Soln. Date: 10/01/2014 Soln. No.: 00209

Sequential File No.: 01941 File Date:  10/01/2014

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0133

Control Solution %:  0.100% Expires:  12/26/2014

Solution Control Lot:  12L109 Bottle No.: 0421

Function Result Time Temperature Comment(s)
9%BAC HH:MM Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 09:15D

Control 1 E€. ---—-% 09:16D N/A TEST RESET

Control 1 IR -.-—-% 09:16D N/A TEST RESET

Ambient Air Blank -.-—-% e

Control 2 EC ----% S — N/A

Control 2 1R - % ——ime- N/A

Ambient Air Blank ----% ——le-

Control 3 EC -—-D —-iee- N/A

Control 3 IR --% ——iee- N/A

Ambient Air Blank --=-T% et

Test results are not within acceptable range.

On this date. T installed the above indicated "NEW SOLUTION" 1n acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MORELLO _ First Name: RONALD MI: M

M&) Badge No.: 3200
Signatures Date: 10/01/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0039
Localion: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Certification File No.: 01836 Cert. Date: (05/06/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Sotution File No.: 01528 Soln. Date: 09/19$/2014 Soln. No.: 00208
Sequential File No.: 01928 File Date:  09/19/2014
Calibrating Unjt: WET Model No.: CU-34 Serial No.: DDUK $3-0133
Control Solution %.  0.100% Expires: 12/26/2014
Solution Control Lot:  12L109 Bottle No.: 0411
Fuactioa Result Time Temperaiure Comment(s)
BBAC HH:MM Simulator {(°C) or Error(s)
Ambient Air Blank 0.000% 10:04D
Conurol 1 EC 0.099% 10:05D 34.0°C **x TEST PASSED ***
Control 1 IR 0.098% 10:05D 34.0°C *** TEST PASSED ***
Ambient Air Blank 0.000% 10:05D
Control 2 EC 0.097% 10:06D 34.0°C wik TEST PASSED ¢
Control 2 1R 0.099% 10:06D 34.0°C sk TEST PASSED #*%
Ambient Atr Blank 0.000% 10:07D
Control 3 EC 0.097% 10:07D 34.0°C Ak TEST PASSED 0ok
Control 3 1R 0.097% 10:07D 34.0°C sk TEST PASSED #ovx
Ambient Air Blank 0.000% 10:08D

Alles1s within acceplable 10lerance.

On his daie, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures eslablished by the (NJSP} Chief Forensic Scientist.

Changed By: e

Last Name: MORELL First Name: RONALD Ml: M
20 Badge No.: 3200

Signat gj Date: 09/19/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Certification File No.: 01836 Cert. Date: 05/09/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date: 05/09/2014 Lin. No.: 00019
Solution File No.: 01919 Soln. Date: 09/06/2014 Soln. No.: 00207
Sequential File No.: 01919 File Date:  09/06/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S§3-0133
Control Solution %:  0.100% Expires: 12/26/2014
Solution Control Lot: 121109 Borrle No.: 0413
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:25D
Conrtrol 1 EC 0.098% 23:26D 34.0°C *¥k TEST PASSED ***
Conirol 1 1R 0.099% 23:26D 34.0°C *¥k TEST PASSED ***
Ambient Air Blank 0.000% 23:27D
Control 2 EC 0.097% 23:27D 34.0°C *4k TEST PASSED ***
Control 2 IR 0.097% 23:27D 34.0°C *4k TEST PASSED ***
Ambient Air Blank 0.000% 23:28D
Control 3 EC 0.097% 23:29D 34.0°C ¥4k TEST PASSED ***
Control 3 IR 0.097% 23:29D 34.0°C **% TEST PASSED ***
Ambient Air Blank 0.000% 23:29D

All tests within acceplable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MORELLO First Name: RONALD MI: M

Badge No.: 3200
Signature: M&@ Date: 09/06/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Certification File No.: 01836 Cernt. Date: 05/09/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Solution File No : 01906 Soln. Date: 08/21/2014 Soin. No.: 00206
Sequential File No.: 01906 File Date:  08/21/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0133
Control Solution %:  0.100% Expires: 12/26/2014
Solution Control Lot: 121109 Bottle No.: 0406
Function Result Time Temperature Comment(s)
TZBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:42D
Control 1 EC 0.099% 16:42D 34.0°C x4x TEST PASSED *¥*
Control 1 IR 0.100% 16:42D 34.0°C *4x TEST PASSED *x*
Ambient Air Blank 0.000% 16:43D
Contro] 2 EC 0.098% 16:44D 34.0°C *4x TEST PASSED **x
Control 2 IR 0.098% 16:44D 34.0°C k% TEST PASSED #x*
Ambient Air Blank 0.000% 16:44D
Control 3 EC 0.098% 16.45D 34.0°C kx TEST PASSED ***
Control 3 IR 0.097% 16:45D 34.0°C *4x TEST PASSED ***
Ambient Air Blank 0.000% 16:46D

All 1ests within accepiable olerance.

On this date. | installed the above indicated "NEW SOLUTION" in acordance with
Alcotesi 7110 operator Lraining and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: MORELLO First Name: RONALD MI: M
% Badge No.: 3200
Signature: Date: 08/21/2014
V4




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MK1JI-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Certificalion File No.: 01836 Cent. Date: 05/09/2014 Cert. No.- 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Solution File No.: 01894 Soln. Date: 08/03/2014 Soln. No.: 00205
Sequential File No.: 01894 File Date:  08/03/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0133
Control Solution %:  0.100% Expires: 12/26/2014
Solution Control Lot: 12L109 Bottle No.: 0422
Function Result Time Temperature Cormument(s)
DBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 01:38D
Control | EC 0.099% 01:39D 34.0°C **¥% TEST PASSED *¥*
Control | IR 0.098% 01:39D 34.0°C ¥4k TEST PASSED *#*
Ambient Air Blank 0.000% 01:40D
Control 2 EC 0.097% 01:40D 34.0°C ¥k TEST PASSED *#*
Control 2 IR 0.098% 01:40D 34.0°C **¥*% TEST PASSED **%
Ambient Air Blank 0.000% 01:41D
Control 3 EC 0.097% 01:42D 34.0°C *%% TEST PASSED ***
Control 3 IR 0.098% 01:42D 34.0°C *#% TEST PASSED *%**
Ambient Air Blank 0.000% 01:42D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: MORELLO ’ First Name: RONALD MI: M
% ﬂtj/ Badge No.: 3200
Signature: 08/03/2014

Date:

[ 4



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKI11-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Cenification File No.: 01836 Ceri. Date:  05/09/2014 Ceri. No.: 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Solution File No.: 01887 Soln. Date: 07/20/2014 Soln. No.: 00204
Sequential File No.: 01887 File Date:  07/20/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0133
Control Solution %:  0.100% Expires:  12/26/2014
Solution Control Lot:  12L109 Bottle No.: 0417
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulalor (°C) or Error(s)
Ambient Air Blank 0.000% [0:44D
Conrrol 1 EC 0.099% 10:45D 34.0°C *¥k TEST PASSED ***
Control 1 IR 0.100% 10:45D 34.0°C *x¥ TEST PASSED **x*
Ambient Air Blank 0.000% 10:45D
Control 2 EC 0.099% 10:46D 34.0°C *rx TEST PASSED *¥*
Control 2 TR 0.100% 10:46D 34.0°C *xx TEST PASSED *x*
Arabient Air Blank 0.000% 10:47D
Conrtrol 3 EC 0.099% 10:47D 34.0°C w=xx TEST PASSED *xx
Conrtrol 3 IR 0.100% 10:47D 34.0°C =k TEST PASSED **x
Ambient Air Blank 0.000% 10:48D

All tests within acceprable tolerance.

On this date. ] installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MORELLO Firsi Name: RONALD MI: M

. Badge No.: 3200
Signature: W <é ERISE Date: 07/20/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Seral No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Ceruification File No.: 01836 Cen. Date:  05/09/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019
Solution File No.: 01879 Soin. Date: 06/29/2014 Soln. No.: 00203
Sequential File No.: 01879 File Dale:  06/29/2014
Calibraling Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0133
Control Solution %:  0.100% Expires: 12/26/2014
Solution Control Lot:  12L109 Botile No.: 0402
Function Result Time Temperalure Commeni(s)
ZoBAC HH: MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 02:06D
Control 1 EC 0.097% 02:06D 34.0°C #4x TEST PASSED #x
Control 1 IR 0.097% 02:06D 34.0°C *4x TEST PASSED **x
Ambient Air Blank 0.000% 02:07D
Conirol 2 EC 0.096% 02:08D 34.0°C *4x TEST PASSED ***
Contro) 2 IR 0.098% 02:08D 34.0°C *Ak TEST PASSED #*#4
Ambient Air Blank 0.000% 02:08D
Control 3 EC 0.096% 02:09D 34.0°C k% TEST PASSED ***
Control 3 IR 0.096% 02:09D 34.0°C k% TEST PASSED ***
Ambient Air Blank 0.000% 02:10D

All 1ests within acceplable lolerance.

On this date, | installed the above indicated "NEW SOLUTION" in acordance wilh
Alcotést 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KELLY First Name: ROBERT Ml:J

% Badge No.: 3204
Signature: )§<>Z %& # 3)0\/ Date: 06/29/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIIT-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Centification File No.: 01836 Cent. Date: 05/09/2014 Cert. No.: 00020
Linearity File No.: 01837 Lin. Date: 05/09/2014 Lin. No.: 00019
Solution File No.: 01871 Soln. Date: 06/21/2014 Soln. No.: 00202
Sequential File No.: 01871 File Date:  06/21/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0133
Control Solution %:  0.100% Expires: 12/26/2014
Solution Control Lot:  12L109 Bottle No.: 0408
Function Result Time Temperature Commeni(s)
%BAC HH:MM  Sipulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:13D
Control 1 EC 0.097% 11:14D 34.0°C %% TEST PASSED ***
Control | IR 0.098% 11:14D 34.0°C %% TEST PASSED ***
Ambient Air Blank 0.000% 11:15D
Control 2 EC 0.097% 11:15D 34.0°C xkx TEST PASSED *xx
Control 2 TR 0.097% 11:15D 34.0°C *#x TEST PASSED %
Ambient Air Blank 0.000% [1:16D
Control 3 EC 0.097% 11:17D 33.9°C *¥*xx TEST PASSED *x*
Control 3 [R 0.09%% 11:17D 33.9°C rkx TEST PASSED **x
Ambient Air Blank 0.000% 11:17D

All tesis wilhin acceplable tolerance.

On 1his date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: MORELLO - First Name: RONALD MI: M
67103 Badge No.: 3200
Signature: Date: 06/21/2014
7




Calibrating Unit
New Standard Solution Report

Equipment Aleolest 7110 MKIII-C Serial No.: ARNK-0039
Localion: STRATFORD POLICE DEPT.
Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029
Centification File No.: 01836 Cert. Date: 05/09/2014 Cert. No.: 00020
Linearily File No.: 01837 Lin. Date: 05/09/2014 Lin. No.: 00019
Solution File No.: 01865 Soln. Date: 06/09/2014 Sola. No.: 00201
Sequential File No.: 01865 File Date:  06/09/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0133
Control Solution %:  0.100% Expires: 12/26/2014
Solution Control Lot: 120109 Bottle No.: 0407
Function Result Time Temperature Comrnent(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:58D
Conwrol 1 EC 0.097% 13:58D 34.0°C **kx TEST PASSED ***
Control 1 IR 0.099%, 13:58D 34.0°C wkk TEST PASSED *%x
Ambient Air Blank 0.000% 13:59D
Control 2 EC 0.097% 14:00D 34.0°C **k%x TEST PASSED *o«*
Control 2 1R 0.098% 14:00D 34.0°C *xk TEST PASSED »*x
Ambient Air Blank 0.000% 14:00D
Control 3 EC 0.097% 14:01D 34.0°C 0k TEST PASSED %%
Control 3 IR 0.097% 14:01D 34.0°C #x% TEST PASSED k%
Ambient Air Blank 0.000% 14:02D

All tests within acceptable tolerance.

On this date, Tinsialled the above indicaled "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by 1he (NJSP) Chiet Forensic Scientist.

Changed By:
Last Name: KELL First Name: ROBERT MI:J

Y
/' ) ﬂ//& Zt ‘ Badge No.: 3204
Signature: _ ¢ * - <pl-'/ b Date: 06/09/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7))0 MXOII-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibravon Fye No.:  0)835 Calib. Date: 05/09/2014 Calib. No.: 00029
Cenificalion File No.: 01836 Cert. Date:  05/09/2014 Cert. No.: 00020
Lineariry File No.: 01837 Lin. Date:  05/09/2014 Lin. No.:  000)9
Solution File No.: 01855 Soln. Date: 05/23/2014 Soin. No.: 00200
Sequential File No.:  0(855 File Date:  05/23/2014
Calibraling Dnit: WET Model No.: CU-34 Seria) No.: DDUK §3-0133
Coatrol Solution %:  0.100% Expires: 12/26/2014
Solvtion Conirol Loi: 120109 Borile No.: 0404
Funchon Resull Time Temperalure Commeatl(s)
%BAC HH:MM Simulator (°QC) or Erroc(s)
Ambient Air Blank 0.000% 18:29D
Conirol ) EC 0.098% 18:30D 3a.0°C max TEST PASSED ***
Control | JR 0.098% 18:30D 34.0°C ar TEST PASSED >~
Ambient Air Blank 0.000% 18:31D
Conirol 2 EC 0.098% 18:31D 34.0°C *v4« TEST PASSED ¥*»*
Control 2 IR 0.097% 13:31D 34.0°C »v# TEST PASSED ¥*»*
ambient A Blank 0.000% 18:32D
Coantrol 3 EC 0.097% 18:33D 34.0°C 4+ TEST PASSED #+*
Conirol 3 1R 0.098% 18:33D 34.0°C 4+ TEST PASSED 4+
Ambient Avr Blank 0.000% 18:33D

Al ests ~vithn acetplable 1olerance.

On Lhis date, 1 insiallod the above indicaled "NEW SOLUTION" in acortance with
Alcotest 7110 opecator Lraining and procedures established by the {NJSP) Chief Forensic Scientist,

Changed By:

Last Name: MORELLO First Name: RONALD M
- k’é ]k“* Badge No.: 3200

Signature! Dace: 05/23/2014




Equipment
Location:

Calibrauion File No.:
Cenrtificatjon File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Funcuion

Ambient Air Blank
Control | EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

All tests within acceptable tolerance.

Alcotest 7110 MKIIT-C
STRATFORD POLICE DEPT.

01835
01836
01837
01850
01850

WET
0.100%
121109

Result
2BAC
0.000%
0.097%
0.098%
0.000%
0.097%
0.097%
0.000%
0.097%
0.098%
0.000%

Calibrating Unit
New Standard Solution Report

Calib. Date:
Cert. Daie:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
06:18D
06:18D
06:18D
06:19D
06:20D
06:20D
06:20D
06:21D
06:21D
06:22D

05/09/2014
05/09/2014
05/09/2014
05/18/2014
05/18/2014

CU-34

Temperalure
Simulator (°C)

34.0°C
34.0°C

Serdal No.: ARNX-0039

Calib. No.: 00029
Cert. No.: 00020
Lin. No.: 00019
Soin. No.: 00199

Serial No.: DDUK S3-0133
Expires: 12/26/2014
Bottle No.: 0423

Comment(s)
or Error(s)

i TEST PASSED *x*
s TEST PASSED *kk

%0k TEST PASSED *+*
sk TEST PASSED #ok

wkx TEST PASSED *+*
wkk TEST PASSED *++

On this dale, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcolest 7110 operator training and procedures established by the (NISP) Chief Forensic Scientist.

Changed By:
Last Name: KE

LL
ARy Y

Eirst Name:

7

ROBERT

ey

MIl:
Badge No.: 3204
Date: 05/18/2014



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII1-C Serial No.: ARNK-0039

Location: STRATFORD POLICE DEPT.

Calibration File No.: 01835 Calib. Date: 05/09/2014 Calib. No.: 00029

Certification File No.: 01836 Cert. Date:  05/09/2014 Cert. No.: 00020

Linearity File No.: 01837 Lin. Date:  05/09/2014 Lin. No.: 00019

Sclution File No.: 01849 Soln. Date: 05/18/2014 Soln. No.: 00198

Sequenuial File No.: 01849 File Date:  05/18/2014

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0133

Control Solution %:  0.100% Expires:  12/26/2014

Solution Control Lor:  12L109 Botile No.: 0409

Function Result Time Temperalure Comment(s)
%BAC HH:MM  Simulalor (°C) or Error(s)

Ambient Air Blank 0.000% 05:01D

Control 1 EC ---% 05:02D 34.0°C CTRL GAS SUPPLY

Control 1 [R pp— 05:02D 34.0°C CTRL GAS SUPPLY

Ambient Air Blank - celmam

Conurol 2 EC - —-ee- N/A

Conurol 2 IR - % aelaee N/A

Ambient Air Blank - D —elees

Cootrol 3 EC % N/A

Control 3 [R ----% N/A

Ambient Air Blank ----%

Test resulis are not within acceptable range.

On this date, 1 inslalled the above jndicaled "NEW SOLUTION" in acordance with
Alcotest 7110 operalor training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KELLY First Name: ROBERT Ml: ]

j‘ %/y Badge No.: 3204
Signature: {J Date: 05/18/2014




Calibrating Unit
New Standard Solution Report

Eqguipment Alcorest 7)) 0 MXIN-C Senal No.: ARNK-0039
Locsrvion: STRATEORD POLICE DEFPT.
Calioravion File No .- 01729 Calb. Date: 12/03/2013 Calip. No.: 00028
Certilieation Fde No.: 01730 Cert. Date: 12/03/2013 Cert. No.: 00019
Lineascity File No.: 01731 Lin. Date: 12/03/201(3 Lin. No.- 00018
Solutign £ile No . 01834 Soln. Date: 05/Q8720]9 Sola, No. 00196
Sequeatidl Fde No.: 01834 File Dace:  0%5/08/20) ¢
Catipcatiag Unic WET Madel No.: CU.54 Secial No.: DOUL S3.0163
Coalrat Salutioa %a: 0.100% Explres: (2/26/2014
Salutign Coateot Lo L2109 Bowle No.: 0416
Fuacdon R esul¢ Time Tempecawce Comument(s)

PoB & C HHE: MM Simulaigr (°C) or Ercor(s)
Ambicnt Aic Blank 0.000% 10:03D
Coniro}t ) EC 0.100% 10:040 34.0°C *+x TEST LASSED 44+
Control ) JR 0.100% 10:04D Ja.g°C #xx TEST PASSED ##4
Ambient Asr Blank 0.000% 10:05D
Conio) 2 £EC 0.099% 10:05D Ja.0°C *xe TEST PASSED *oe
Conual 2 1R 0.100% 10:050 Ja0°C »ax TEST PASSED <=«
ampient Ay Blang 0.000% 10:06D
Controt 3 EC 0.099% 10:07D 3.0°C v*+ TEST PASSLED ¢wx
Coniol 3 IR 0.0%9% 10:07D 3a0°C 5 TEST PASSED eve
ambient &ir Blank 0.000%, 10:070

All resls svilhia acceplable 10lerance.

Qa s date. § insalied dhe sbove indicated "INEW SOLUTION (a acordance wigh
Alcatesy 7) )0 aperalor 1raining and procedires es@blished by the (NJSP) Chiel Forensic Scentis,

Changed By:
Las( Narpe: MORELLO First Name: RONALD Ml M

/ZW// é’}’zi‘.\) Badge No.: 3200
Signawurge”
V4

Dae: 05/08/2014




Equipment
Location
Calibration Fila Mo

Cerhif ication File Mo

Lineariey File MNe
Scrlutiony File Ne.,
Sequential Fils No,

Calibrating Unit:
Cantrol Seluton $e:

Salutian Conral Lot:

Funition

Ambienl Aly Blank
Ceinral 1 EC
Contrul 1 TR
Ambienl Alr Blank
Conml 2 EC
Contml 2 [R
Ambient Ao Blank
Conrol 3 BC
Cronered 5 IR
Ambiem Aar Blank

Adeorest 7110 MEI-C

Calibrating Unit
New Standard Solution Report

STRATFORD POLICH DEFT:

01729

01730

(I rEY

(1817

817

WET

0. 100%

121109
mesull
EBAC
VAT T
[ 3R
1015
0, 00
VRNl
U l01ss
hn0sE
UL L00%
0. 101%
kOO0

ALl rests withln acceprable |olerance

Calib Date: 12/03/20173
Cert. Diute; 1200372013
Lin Dt 12/03/2013
Sole Date 047 9/2014
File Date- 040192014

Model ho.; CL-24

Time Temperature
HH MM Simulacgr (7O
09370

09:38D 34.0°C
(%380 e
%380

09390 MR C
09:39D  34.6°¢

(G 40T

04:40D KENI
05400 34.0°C
41T

sSerigl Noo: aRNE-0039

Calibh Neo QDOZE

Corl. Mo, | 00019
Lin Mgt DO018
Baln, Ne.t (07195

Sertal Now: DRUL S3-0163
Expires;  12/26/2014
Battte Mo : 0410

Corrmieniig)
ot Errorts)

+#4 TEST PASSED #+#
wk TES] PASSELD #%#

Wkt TEST PASSED) %
wak TEST PASSED *+»

wEE [LLST PABSEID #%4
#++ TEST PASSED *+»

O this date. 1 insealled the shove indicated "NEW SOLUTION" i scorddnee with
Aeotest TIT4 operator training and procedures estabilished by [he (INJSP) Chicf Forensic Seiedtist,

Changed By:

Last Mame: MOBELLD

Firsl Name: BRONALD

Sigrature! Wj?{ﬂ

hilr -

Badge Mo 3200
Dale: O/ 192014



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Seriai No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01729 Calib. Date: 12/03/2013 Calib. No.: 00028
Certification File No.: 01730 Cert. Date: 12/03/2013 Cert. No.: 00019
Linearity File No.: 01731 Lin. Dale:  12/03/2013 Lin. No.: 00018
Solution File No.: 01802 Soln. Date: 04/01/2014 Soln. No.: 00194
Sequential File No.: 01802 File Date:  04/01/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUL S3-0163
Control Solution %:  0.100% Expires:  12/26/2014
Solution Control Lot:  12L109 Bottle No.: 0425
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:34S
Control 1 EC 0.100% 09:358 34.0°C *** TEST PASSED *%*
Control 1R 0101%  09:33S 34.00C ik TEST PASSED ¥k
Ambient Air Blank 0.000% 09:358
Control 2 EC 0.099% 09:36S 34.0°C *** TEST PASSED ***
Control 2 IR 0.101% 09:36S 34.0°C ***% TEST PASSED ***
Ambient Air Blank 0.000% 09:378
Control 3 EC 0.100% 09:378 34.0°C ¥k TEST PASSED **x*
Control 31R 0.101% 09:37S 34.0°C *x% TEST PASSED ***
Ambient Air Blank 0.000% 09:38S

All tests within acceptable tolerance.

On this date, | installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MORELLO . First Name: RONALD MIl: M

?’LO\) Badge No.: 3200
Signature: Date: 04/01/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotese 7118 MKI-C Secy Mo.: ARMK-0019
[acatioa: STRATFORD POLICE DEPT.
Calinration Fite No.: 01729 Caljo. Qate: 12/03/200(3 Calio. No.: 00028
Cert3fieanion File No @ 01710 Cert. Date: 12/03/2073 Cen. No.: 00019
Linesnty Fite Na.: 01731 Lin. Dste: 2203/2013 Lin. Na.: 00018
Satlution File Ng.: D78« Saln. Dace: 03/04/2014 Sain. Na.: 00193
Sequentinl File Ma.m Q0784 Fle Dae:  03/Q4/2014
Calibeatag Unic WET Model Mo CU-Ja Serial Na.: DDUL §1.0143
Control Solutian “: 01009 Expires: 12/26f2014
Solution Conceol (g 120109 Boule No.: 0418
Funeiion Resull Tirme Temperawre Commeqt(s)

BB AC HH: MM Simulator (°C) or Eccor(s)
Amupient Air Blank 0.000% 12:298
Conical | EC 0.100% 12:30S 14.0°C %% TEST PASSED »»~
Conirol 1 1R 0.101% 12:308 30.0°C www TEST PASSED www
Ambient Air Blank 0.0004% 12:308
Controt 2 EC 0.099% 12:118 3J4.0°C ¥ TEST PASSED *~¢
Control 2 1R 0.10)% 12:318 34.0°C awx TEST PASSED »=»
Atnbient A Blany 0.000% 12:325
Contin) 3 EC 0.100% 12:328 34 0°C axx TEST PASSED ==
Conirol 1 10t 0.J0) % 12:328 a0 C axx TEST PASSED ===
Ambsens Alr Blank 0.000% 12:338

All 1&tes wlhin 2CCepradlc 1olgrance.

On this dete. 1 inswlled the above indicered "NE® SOCUTION a acordance with
Aleotent M 10 uperslor Lrasning ang procedures cxlpblished by the (NJSP) Chjel Foreasic Sciepiist.

Changed By:
LascNamea: MORELLO Py Firse Nome: RONALD MO M

i ) Bagge MNo.: 3200
SigﬂalumM bjlo Daw: 03104/201 4




Calibrating Unit
New Standard Solution Report

Equipment Alcosese L0 METI-C Serial No.  ARNK-H039
Locaion: STRATEFORD FOLICE DEPT
Callbration File No = 0172% Calth. Pae: 12/03/2013 Caltl: Neo- DOD2E
Certification File No.. 01730 Cert, Date: 120342015 Cert, Moo GO0IR
Linhearily File Na.: 1730 Lan Dace:  12M302013 Lifs Mow: (HHHE
Sedution File Na,! 01770 Soin. Diate: 02/10/2074 Soin Moo 192
Sequential File No 77 File Daus:  DE/ 02014
Callbeating LInin WET Model Moo CLi-34 Serial Nn - DDUL 530163
Conlrol Salution % pI0e% Eaxpires 12/2672014
Salorian Conrol Lot 12L10% Botlle No, | D474
Function Resyilt Time Temmperatire, Comment{s)
TRAC HELMM Sirmulaior (70 or Ermris)
Ambient Arr Blank {.000% | 4:465 _
Conral 1 EL 0% 14478 W =0 5% TES] FPASSELD %4
Comeal 1 TR 0101% 14475 34.00C #== TES| PASSEL) ¥+
Ambient Alr Blank (3 DHI0 % | 4485
Contral 2 EC 099 la-488 340%C *¥2 TEST PASSED **+
Conteo| 218 o100 % | 4:483 S 0% #=4% TEST PASSED #++
Ambictt Alr Blank 0, 0005 14:455
Conrmol 3 FEC 0190, 14:508 34.0%C ek TEST PARSED #*+
Control 3 IR (. s L5008 405 =hk TEST PARKED o
Armbient Ajr Blank 0. 0G0 14:518

Al rests within aoceptable tolerancs

n this dme, |installed the above ingicated "NEW SOLUTION" (0 acordancs wath
Algotest 7Y operatar traning and proceduess ssrablished by the INTSP) Chief Farensic Sciennst

Changed By:

Lagt Mame: MDRE[% - Firsl Same: RONALD ML M
-~ %///? - —{f"ﬂ o Badge No.- 3200
Signature: < Dane 02712014
s




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIN-C Serial No.: ARNK-0039
Locanon: STRATFORD POLICE DEPT.
Cahbraion Fyle No.: 01729 Calib. Dae: 12/03/2013 Calib. No.: 00028
Cenification File No.: 01730 Cen. Date: 12/03/2013 Cen. No.: 00019
Lineanty File No.: 0173) Lin. Date:  12/03/2013 Lin. No.: 00018
Solution File No.: 01758 Soln. Date: 01/22/2014 Soln. No.: 00191
Sequenhal File No.: 01758 File Dale:  01/22/2014
Calibratiag Unis: WET Model No.: CU-14 Serial No.: DDUL S3-016]
Control Solution %:  0.100% Expires:  12/26/20)4
Solution Conirol Lot:  12L109 Boltle No.: 0419
Fuaction Result Time Temperature Comment(s)
%BAC HH: MM Simulstor (°C) or Error(s)
Ambient Air Blank 0.000% 11:58S
Conuol 1 EC 0.099% 11:58S 34.0°C *kk TEST PASSED *xx
Conirol 1 IR 0.100% 11:58S 34.0°C suk TEST paSSED woxx
Ambieat Aic Blank 0.000% 11:598
Control 2EC 0.097% 12:00S 34 .0°C #x TEST PASSED *x*
Coniro) 2 IR 0.097% 12:008 14.0°C *kk TEST PASSED ¥k
Ambienl Aic Blank 0.000% 12:01S
Conurol 3 EC 0.099% 12:018 34.0°C *wx TEST PASSED **»
Coauol 3 1R 0.098% ‘12:018 34.0°C »++ TEST PASSED ***
Ambient Ajr Blank 0.000% 12:028

All tests within acceprable wlerance.

On this dace, Linscalled the above indicated "NEW SOLUTION" in acordance with
Alcocest 7110 operatoe training and procedures es@blished by he (NJSP) Chiel Faceasic Scientist.

Changed By:
Last Name: MORELLO First Name: RONALD M L

e 532 Badge No.: 3200
Signalyré: O Dale: 01/22/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MK1II-C Serial No.: ARNK-0039
Location: STRATFORD POLICE DEPT.
Calibration File No.: 01729 Calib. Date: 12/03/2013 Calib. No.: 00028
Cenification File No.: 01730 Cert. Date: 12/03/2013 Cert. No.: 00019
Linearily File No 01731 Lin. Date:  12/03/2013 Lin. No.: 00018
Solution Eile No.: 01749 Soln. Date: 01/03/2014 Soln. No.: 00190
Sequendial File No.: 01749 Eile Date:  01/03/2014
Cahbraung Umt: WET Model No.: CU-34 Serial No.: DDUL S3-0163
Control Solution %: 0.100% Expires: 1212642014
Solutson Conirol Lot: 121109 Botlle No.: 0415
Function Result Time Temperature Comment(s)
%BAC HH:-MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:55S
Control 1 EC 0.099% 12558 34.0°C ¥¥¥ TEST PASSED *«
Conirol 1 IR 0.099% [2:558 34.0°C - vy TEST PASSED **+
Ambient Air Blank 0.000% 12:56S
Conirol 2 EC 0.099% 12:578 34.0°C ¥¥¥ TEST PASSED #¥¥
Control 2 IR 0.100% 12:57S 34.0°C «x& TEST PASSE]) *#*
Ambient Air Blank 0.000% 12:588
Conirol 3 EC 0.099% 12:58S 3a.0°C ¥¥¥ TEST PASSED ##¥
Conirol 3 IR 0.101% 12:588S 3a.0°C ¥¥¥ TEST PASSED ###
Ambient Air Blank 0.000% 12:598

All tests within acceptable 10lerance.

On thjs date. | installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operalor training and procedures established by the (NJSP) Chief Forensic Saienust.

Changed By:
Last Name: MORELLO First Name: RONALD M) v

) /—’Cg Badge No.: 3200
Signawurer S % 3209 Date: 01/0312014

/s




